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	Background:
The on-line QAR summary has a mandatory field identified as ‘Protection concept’. Generally this only includes the Type of Protection for the equipment, e.g. Ex d, Ex e, Ex m etc., but in the cases of equipment such as gas detectors which are certified for performance there is no ‘Protection Concept’. This type of equipment as well as meeting the requirements of the applicable Type of Protection standard would also be certified against IEC 60079-29-1. However in many cases the ‘Protection Concept’ field of the QAR summary does not make a reference to the performance standard even though ISO/IEC 80079-34 does list criteria for gas detectors in informative Annex A.
Questions:

1. When equipment is certified to a performance standard such as IEC 60079-29-1 or IEC 60079-29-4, which are not a Type of Protection as defined in IEC 60079-0, should the QAR summary for the equipment specifically list these standards or is it sufficient just to list the Type of Protection used?
2. For equipment which is certified to a constructional standard, such as IEC/IEEE 60079-30-1, should the QAR summary for the equipment specifically list these standards or is it sufficient just to list the Type of Protection used?
Answer:

For both question 1 and question 2: Where equipment is certified to a performance standard or a specific constructional standard listed within the IECEx system as well as against a Type or Types of Protection the QAR summary should list the performance and the constructional standard in addition to any specific Types of Protection used to protect the electrical or non-electrical equipment.
Additional information:

Informative Annex A to ISO/IEC 80079-34 includes a series of requirements that are unique to Gas Detectors and therefore any audit to support an IECEx certificate for a gas detector which lists IEC 60079-29-1 or IEC 60079-29-4 should also address the aspects of the gas detector that relate to performance.

Standards that should be specifically listed in the QAR summary, where applicable, include but are not limited to;

IEC 60079-29-1

IEC 60079-29-4

IEC/IEEE 60079-30-1

IEC 60079-35-2
ISO 16852

IEC/TS 60079-40
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